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Practice Exam 3
April 24, 2004

The exam consists of 12 questions.  Show all work to receive credit.  Good Luck!
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1. Name three risk factors for cardiovascular disease that were discussed in class.

2. When a sphygmomanometer is used to measure blood pressure, what two values are measured?  Describe how the sphygmomanometer is used to perform these measurements.
3. If a person’s cardiac output is 5.5 L/minute at a heart rate of 75 beats/minute, what is the stroke volume in mL?  How many seconds will it take for this person’s entire 4.9-Liter volume of blood to be pumped through the heart?

4.  Explain why it is important to consider “additive procedures” when analyzing the cost effectiveness of new medical technologies.  Give a specific example that was discussed in class in which additive procedures influenced cost effectiveness.

5. What are the early warning signs of a heart attack?  Why is it important to seek treatment quickly in the event of a heart attack?
6. Why has the technology for assisting the heart focused on only one chamber: a left ventricular assist device and not a right atrial assist device?
7. Compare and contrast the three major treatments for arteriosclerosis.  Be sure to include in your discussion the outcomes and cost effectiveness for each treatment.
8. How are innovators, such as Kurt Semm, often viewed by others when introducing new technologies for health problems that replace treatments considered by leaders in the field as already successful? 
9. Suppose you are designing a clinical trial to compare whether an axial flow left ventricular assist device reduces the one year mortality rate associated with end stage heart failure compared to standard, larger LVADs.   We wish to compare the one year mortality rate of our new axial flow rate (expected to be 10%) with that of an existing LVAD (expected to be 45%).  We calculate a standardized difference of 0.75.  

a. If you can tolerate a 20% risk of type II error and a 5% risk of type I error, how many patients are needed in the trial?  Use the following figure to indicate how you got your answer. 
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b. If you reduce the risk of type II error that can be tolerated to 1%, how does the sample size change?  (Give a quantitative answer). 
10. Contrast the rate of diffusion of the following two innovations: vitamin C to prevent scurvy in sailors, and laparoscopic cholecystectomy.  

11. Over the last 100 years, the role of the FDA in regulating drugs has changed significantly.  Briefly describe the history of these changes. 

12. Read the following article.  Explain how, after passing all the safeguards of preclinical testing, phases I-III of clinical trials, and required scrutiny of an FDA panel, there could be problems such as these.
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F.D.A. Seeks Reports of Stent Problems

By GINA KOLATA


	


The Food and Drug Administration is actively seeking reports of possible problems with a stent that came on the market last month, saying it has heard of serious medical complications in some cases.

But Dr. Daniel G. Schultz, director of the agency's office of device evaluation, said in a telephone interview on Tuesday that it was too soon to say whether there was a problem with the stent and, if so, what was causing it and what advice to give doctors and patients. The F.D.A. knows of 20 to 25 incidents, Dr. Schultz said, but the reports range from sketchy to highly detailed. 

"We're fairly early in the process" of assessing the reports, Dr. Schultz said. "At this stage, our main goal is to gather more information."

The device's maker, Boston Scientific, says that its stent is safe and is performing excellently and that any problems are extraordinarily rare. 

Paul LaViolette, senior vice president at the company, said more than 70,000 of the stents had been used in the United States since the device went on sale in March.

"We have to conclude, and I will say this with a lot of experience, that this product is performing extremely well," Mr. LaViolette said.

But a few cardiologists reported in telephone interviews that they got into trouble after the stent, a small wire tube used to hold open arteries, was slipped into place.

Like all stents, Boston Scientific's stent, the Taxus Express2, comes packaged with a deflated balloon inside. A cardiologist threads the stent with its balloon into an artery. When the site of the blockage is reached, the doctor inflates the balloon, pressing the stent against the artery wall. Then the balloon is deflated and the catheter and balloon withdrawn, leaving the stent flush against the artery, holding the vessel open.

Some doctors said the balloon stuck on the stent when they were removing it. Some were able to free the balloon; some were not. Dr. William Campbell, director of the cardiac catheterization laboratory at Borgess Heart Institute in Kalamazoo, Mich., said a patient was rushed into emergency open heart surgery to remove the balloon and stent. Others, like Dr. Alejandro Prieto of Michigan State University, said that the balloon did not deflate and that he had to use a sharp wire to pop it. But then he also punctured the patient's artery. 

"Those are serious problems," said Dr. Schultz, who said the F.D.A. had received similar reports.

Dr. Andrew Carter of Providence St. Vincent's Medical Center in Portland, Ore., said that while his medical center had used several hundred taxus stents without incident he was nonetheless worried.

"I have never had a balloon that did not deflate, or a device entrapment," he said, referring to balloons that got stuck on stents. "You would never expect to see it.   Period."
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